Arterial perforation during optimization of coronary stents using high-pressure balloon inflations.
Angiographic optimization of coronary stents, using high-pressure balloon inflation, was complicated by vessel rupture in 3 patients. The risk of this potentially life-threatening complication should be considered during stent optimization.